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Purpose: To determine quantitative quality control proce-
dures to evaluate technical variability in multi-center
measurements of the diffusion coefficient of water as a
prerequisite to use of the biomarker apparent diffusion
coefficient (ADC) in multi-center clinical trials.
Materials and Methods: A uniform data acquisition pro-
tocol was developed and shared with 18 participating test
sites along with a temperature-controlled diffusion phan-
tom delivered to each site. Usable diffusion weighted
imaging data of ice water at five b-values were collected
on 35 clinical MRI systems from three vendors at two
field strengths (1.5 and 3 Tesla [T]) and analyzed at a
central processing site.
Results: Standard deviation of bore-center ADCs mea-
sured across 35 scanners was <2%; error range: 2% to
þ5% from literature value. Day-to-day repeatability of the
measurements was within 4.5%. Intra-exam repeatability
at the phantom center was within 1%. Excluding one out-
lier, inter-site reproducibility of ADC at magnet isocenter
was within 3%, although variability increased for off-
center measurements. Significant (>10%) vendor-specific
and system-specific spatial nonuniformity ADC bias was
detected for the off-center measurement that was consist-
ent with gradient nonlinearity.
Conclusion: Standardization of DWI protocol has
improved reproducibility of ADC measurements and
allowed identifying spatial ADC nonuniformity as a source
of error in multi-site clinical studies.
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DIFFUSION WEIGHTED IMAGING (DWI) is widely
used in MR examinations for diagnostics (1–4) and is
considered a potential biomarker of therapy response
assessment. The desire to use apparent diffusion coef-
ficient (ADC) as a viable quantitative biomarker for
cancer diagnosis and treatment response monitoring
(4) requires determination of measurement uncer-
tainty and systematic dependencies. The complexity
of water diffusion measurement in living systems
containing anisotropic tissues, perfusion and other
sources of motion (5–8) combined with limited instru-
mental sensitivity (9–12) confound quantitative ADC
measurements. Furthermore, synchronization and
standardization of DWI acquisition techniques across
multiple MRI platforms (4,8,9,13) is necessary for
multicenter clinical trials.
This study focused on MRI system-related factors
affecting ADC measurements using a standardized ac-
quisition protocol and a single known diffusing me-
dium as an estimate of baseline repeatability and
reproducibility. To detect clinically significant changes
in diffusion measurements, the sources of technical
variability have to be characterized and controlled rel-
ative to anticipated biologic/therapeutic diffusion
changes (7,11,12,14). Because molecular mobility is
dependent on temperature, knowledge and control of
temperature of the diffusing media are essential in
the course of measurements used for technical quality
evaluation. It was recently shown (15) that water
maintained in an ice-water bath can serve as a uni-
versal temperature-controlled fluid in ADC phantoms
to test instrumental variability. However, in the previ-
ously described study (15), the DWI acquisition proto-
col was somewhat variable and defined by local site
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preferences. Protocol variability impact on the mea-
surement was unknown. In contrast, this study uses
common acquisition protocol adopted by all sites to
achieve an unmixed reproducibility estimate. In addi-
tion, a more complex phantom geometry as well as
off-center measurements allowed detection and char-
acterization of spatial error contribution. Other com-
pounds (e.g., high concentration sucrose in present
study) can be added to phantoms to provide a range
in diffusion properties as desired (16,17).
The primary objective of this study was to deter-
mine the extent of quantitative agreement for ADC
values of a known, temperature-controlled fluid meas-
ured on multiple platforms, sites, and field-strength
MR systems using a common acquisition protocol.
This approach characterizes baseline technical per-
formance of a given system for diffusion measure-
ments (12,14,15) without interference from complex
temperature or concentration dependence (13,17,18).
The described procedures may be used for site certifi-
cation/quality control and may serve as a basis for
standardization of diffusion imaging protocols across
multi-vendor/multi-site for clinical trials that use
ADC as a potential biomarker.
MATERIALS AND METHODS
Temperature-Controlled Phantom
A variation of the ice-water-based diffusion weighted
imaging (DWI) phantom (15) was devised to measure
ADC over a clinically relevant spatial range. As shown
in Figure 1, the phantom consisted of an ice water-
filled container holding five, 29 mm diameter tubes
filled with distilled water (four at phantom corners
and one in the center) as the diffusion medium stand-
ard, as well as, 1 tube filled with a sucrose solution (9
gm sucrose/30 mL water) to provide some diffusion
contrast (see axial MR images of phantom in Fig. 1).
Because sucrose solution is not a ‘‘universal’’ fluid, it
was not used for absolute ADC measurements. The
six tubes were filled and sealed at phantom fabrica-
tion, although the interstitial space was filled with ice
water at each site and each use per detailed phantom
preparation instructions. Recommended ice fill proce-
dure included a two-step preparation: (step 1) prime
the phantom with ice water for 10 min for an initial
rapid cool-down of the water tubes from room temper-
ature, and (step 2) add ice to replenish the relatively
large volume of ice melted during step 1, then let the
phantom equilibrate for an hour before scanning.
Once filled and equilibrated, the ice-water bath sur-
rounded the measurement tubes with a temperature-
controlled, high thermal capacity environment. At
thermal equilibrium just above 0C the diffusion coef-
ficient of water is known to be 1.1  103 mm2/s
(19–21). Thermal mass and an additional foam insula-
tion sleeve allowed use of the phantom over several
hours (Fig. 1). If temperature was controlled to within
0–0.5C, the measured diffusion coefficient should
be determined within 1–2% of literature values
(15,19,20). To illustrate temporal stability, the central
tube of ice-water phantom was monitored on one sys-
tem over the course of 8 h. The ice melted faster
closer to the phantom surface, thus exposing corner
tubes to higher temperature gradients than the center
tube. The phantom container was semi-flexible to
avoid creating a vacuum as the ice melted. As such,
the geometrical aspects of the phantom were consid-
ered not crucial which kept fabrication costs low and
allowed production of 25 phantoms for delivery to 18
institutions and three MRI manufacturers.
Figure 1. Temporal stability (8 h) of measured ADC (central tube) of the ice-water phantom in head coil at 3T (b ¼ 1000) is
within 62.5% (dashed lines) of nominal ADC value at 0C (Ref.(21), solid line). The inserts on top show axial T2wt MR images
corresponding to different ADC measurement time points (as indicated by labels) relative to initial phantom filling with ice.
Blue circles in the middle of the center tube mark the locations of the 1 cm ROI from which the ADC measurements were per-
formed. Data (blue squares) are presented as mean and standard deviation (error bars) of ADC measurements across an ROI
(typically, 90 pixels). The vertical dimension of the open-rectangle represents the standard deviation of the mean ADC val-
ues measured for four consecutive passes of the same exam (2 min/pass), while the dashed line inside is the corresponding
four-pass average ADC. ADC color-map in the right pane corresponds to the first SOP-recommended measurement point
(open-rectangle). The labels on the ADC map indicate the positions of water (W, center and four corners) and sucrose (S, top)
tubes.
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MR DWI Data Acquisition Protocol
A core DWI data acquisition protocol was designed for
compatibility across several clinical MR imaging plat-
forms (GE, Philips, Siemens) and field strengths (1.5
and 3 Tesla [T]). Key elements of the core protocol
were: single spin-echo, single-shot EPI; b-values ¼ 0,
500, 800, 1000, 2000 s/mm2; DW axes ¼ X, Y, Z in the
lab frame; repetition time (TR) ¼ 8000 ms; echo time
(TE) ¼ 100 6 10 ms; Acquisition matrix ¼ 128  128;
Phase ¼ Anterior/Posterior (A/P), Freq. ¼ Right/Left
(R/L); FOV ¼ 240  240 mm2; 25 slices, 6 mm thick, 1
mm gap; Bandwidth ¼ 1.5–2.6 kHz/pixel; NEX ¼ 1;
and no parallel imaging to avoid variability in vendor-
specific parallel imaging algorithm implementation. To
permit compliance across all systems, the appropriate
ranges of protocol parameters were established by
means of communication with clinical scientists from
each of the vendors. The listed parameters were avail-
able from DICOM headers of submitted series to insure
protocol compliance. Both head and torso phased
array coils were used for signal reception. To estimate
intra-exam repeatability and confirm thermal equilib-
rium, sites were instructed to acquire multiple DWI
‘‘passes’’, where all b-values were acquired in each
pass (approximately 2 min/pass). Four passes were
first acquired in the head coil. Then the phantom was
repositioned in the torso coil for two passes near R/L ¼
0; two passes offset to the left 110 mm; and two
passes offset to the right 110 mm. Axial measure-
ments along the central tube provided a spatial extent
of approximately 140 mm (limited by tube length) in
the superior/inferior (S/I) direction.
To independently assess relative gradient amplitude
over the range of measured R/L and S/I offsets, local
gradient strength was measured using a distortion
phantom comprised a three-dimensional (3D) array of
point signal sources spaced 15 mm apart. Standard
spin-echo MRI was performed without and with the
spatial geometric correction routine normally applied
on the scanner. Local distances between adjacent point
sources were measured on both non corrected and geo-
metrically corrected images as proxies for ‘‘actual’’ and
‘‘nominal’’ local gradient strength. The square of the ra-
tio of these distances was used as a proxy for ratio of
[b-actual/b-nominal] for DWI experiments, because b-
value scales with the square of gradient amplitude.
System day-to-day repeatability (including phantom
preparation) was assessed by comparing complete
runs at the center and with right-to-left offset on two
different days. Spatial offsets along the center tube,
as well as a whole-phantom displacement from the
isocenter, were used to sample spatial uniformity of
ADC. Sites were instructed to provide a DICOM
screenshot of a region-of-interest (ROI) defined on an
ADC map generated using scanner software to corrob-
orate with ADC maps produced by centralized
processing.
ADC Measurements and Data Analysis
A single Matlab-based package (MathWorks Inc.,
Natick, MA) was developed for centralized diffusion
data analysis to mitigate variability introduced by dif-
ferent software packages. While all images were pro-
vided in DICOM format, seven distinct source-depend-
ent image order scenarios were discovered, which
were addressed by a custom DICOM import and sort
routine. The output of this routine contained relevant
system information, acquisition settings, and images
in a uniform data structure format regardless of
image source. DICOM headers of submitted series
from forty scanners were checked for protocol compli-
ance. For each nonzero b-value, apparent diffusion








where S0 is the b ¼ 0 image and Sb is the isotropically
weighted DWI at the given b-value. That is, multiple
ADC maps (i.e., ADC500, ADC800, ADC1000, ADC2000)
were derived analytically using Eq. [1] as opposed to a
single ADC derived by numerical fitting of multiple
b-value DWI. Because the diffusing medium is known
to be mono-exponential, the array of ADC values
should not exhibit any b-value dependence. ADC
maps provided by the sites were used to confirm that
the centralized processing of raw DWI-data resulted in
the same ADC values, as would be measured by sys-
tem-specific software. This ensured that no software-
dependent bias was introduced by preprocessing
steps. Signal-to-noise ratio (SNR) measurements for
head coil DWI-images were performed on central-tube
regions of interest (ROIs) for separate b-values to
ensure that detection level was sufficient for unbiased
ADC determination. An estimate of noise for SNR
measurements was obtained by the temporal stand-
ard deviation for each pixel from consecutive passes
of the core DWI protocol.
In this study, reproducibility (and repeatability) of a
given measure is defined as 2 times the standard
deviation (STD) of that measure expressed as percent-
age of the mean. That is, reproducibility across sys-
tems represents the range within which 95% of meas-
urements are expected to fall. The fundamental
measurement was the mean of each ADC metric
within a 10 mm diameter circular ROI of approxi-
mately 90 pixels. ROIs were defined on ADC maps at
the center of the middle tube on all usable slices. Typ-
ically 20 ROIs were defined along the middle tube (on
axial slices center-to-center 7 mm apart) for one
phantom position yielding approximately 80 ROIs
from all four phantom positions on each exam date.
Spatial coordinates of all ROI centers were stored so
that subsets of ROIs could be retrospectively graphi-
cally selected for analyses detailed below, as well as
for automatic application the ROIs to all ADC maps
across all like passes. Additional ROIs were defined in
the four corner tubes for estimation of intra-exam
repeatability for six representative systems (2 field
strengths for each of 3 vendors). Corner-tubes were
not used for derivation of ‘‘baseline’’ reproducibility
statistics for water ADC due to mixed systematic
effects of nonlinearity bias and different phantom
positioning/rotation by participating sites. Likewise,
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off-center position of sucrose tube and its proximity
to air resulted in more artifacts limiting the number of
useful (homogeneous) ROIs for ADC measurements
and precluded generation of sufficient statistics for
sucrose ADC across sites. Statistical analyses for
multi-system repeatability and reproducibility were
performed only on measurements obtained from the
central water tube to minimize mixed spatial effects
(X-Y-Z offsets), ROI nonuniformity artifacts and
ensure best temperature control.
ADC mean and standard deviation statistics derived
from central slice ROIs using the head coil and torso
coil with the phantom at isocenter were compiled for a
fundamental comparison of ADC accuracy and repro-
ducibility across all systems. Statistics from central-
slice ROIs of the middle tube with the phantom offset
in the torso coil by a nominal 6110 mm in R/L direc-
tion were combined to estimate accuracy and repro-
ducibility for R/L off-center ADC measurements. To
determine ADC accuracy and reproducibility for off-
sets in S/I direction, head coil ROIs of the middle
tube on peripheral slices at a nominal 670 mm S/I
offset were combined. Intra-exam repeatability was
derived from the relative difference in ROI means
measured over 2 to 4 passes acquired in immediate
succession. Inter-exam repeatability was derived from
the relative difference in ROI means measured on a
given system over two scan dates.
Intra-exam repeatability was defined as percent ra-
tio of 2STD to mean ADC value measured for four
consecutive passes of the protocol for the same (sin-
gle) ROI location at the middle or peripheral tubes.
Day-to-day repeatability for each system was meas-
ured by comparing %difference from the 2-day aver-
age ADC. Similar to repeatability, reproducibility of
center and off-center measurements between scan-
ners was estimated from 2STD percent ratio deviation
of mean ADC values from the corresponding ROIs for
individual b-values. The scanners were grouped by
vendor and field strength. The bias error was mea-
sured as a percent deviation of system-wise average
ADC from the expected value (19–21). Multi-vendor/
site/b-value/field-strength comparisons and reprodu-
cibility analysis were performed using SPSS (version
19) package to generate statistics and graphical out-
put. Data dispersion was characterized by mean, me-
dian, standard deviation, range, and outlier analysis.
RESULTS
Quality assurance inspection of DICOM parameters
allowed identification of 5 systems (of the original 40)
that did not comply with the acquisition protocol and
their corresponding data were discarded from the
subsequent analysis. The remaining 35 (protocol com-
pliant) systems represented three vendors, labeled A,
B, and C (at 1.5T and 3T, respectively) with the follow-
ing scanner ‘‘population’’: A - 10 (5 and 5), B - 17 (6
and 11), and C - 8 scanners (4 and 4). Twenty-eight of
35 systems provided 2-day acquisition data to evalu-
ate day-to-day repeatability. For the worst condition
at b ¼ 2000, the average SNR of the trace DWI image
was found to be 110 at 3T (range, 60 to 175) and 40
at 1.5T (range, 30 to 65). Based on simulation, ADC
bias error due to Rician noise at the lowest SNR ¼ 30
would be negligible (10). Thus SNR analysis across
specific field and vendor subgroups was not consid-
ered informative within the context of ADC
measurement.
Figure 1 illustrates temporal stability of the ice-
water diffusion phantom as well as within-ROI confi-
dence intervals (error bars defined as 61 standard
deviation of ROI pixels) for one 3T system central tube
ADC1000 calculated by Eq. [1]. Image inserts illustrate
the phantom morphology at different time points
along the time-line of the experiment (13, 120, 300,
and 480 minutes relative to initial ice filling). The
color-map of ADC1000 measurement (right pane) cor-
responds to the protocol-recommended time-point (65
min, un-filled black symbol) for the first pass of the
core DWI protocol using head-coil. After initial cool-
down (points 1–4, < 1 h), thermal equilibrium was
achieved and persisted for over 4 hours as is evident
from lower deviation from nominal value (21) for ADC
measurements in this time range. The mean ADC
measurements during thermal equilibrium were
within 0.1% of literature value of 1.1  103 mm2/s
(21) (marked as a solid line in Fig. 1). The standard
deviation of ROI means for 4 passes (2 min/pass) of
the core DWI protocol for the central tube ROI is illus-
trated by the vertical extent of the un-filled black sym-
bol on the ‘‘65min’’ time-point (STD for this system ¼
0.005  103 mm2/s). The observed average intra-
exam repeatability estimated from four consecutive
passes of the same measurement for 70 ROI locations
in all five water tubes was within 1%. All measure-
ments (over 8-h period) for this system were within
2.5% of the nominal value (dashed lines in Fig. 1).
Day-to-day repeatability for each system was meas-
ured by comparing %difference from 2-day average
ADC of the central tube ROI for four b-values of 500,
800, 1000, and 2000 s/mm2. The summary of meas-
urements pooled over field strength and grouped by
vendor is plotted in Figure 2 for (a) head-coil at the
center and (b) torso-coil at 110 mm right and left off-
set (average ADC). For all systems this day-to-day
repeatability was within 4.5%. Across all scanners
and all b-values the average of median day-to-day dif-
ference in ADC values (as illustrated by solid lines in
the box-plot of Fig. 2) was less than 1.5%, and the
overall standard deviation for all measurements was
below 2.3%. A greater degree of variability was
observed in vendors A and B for right/left-offset ADC
measurements. Several outlier systems (>5% differ-
ence between days) were detectible for head coil data
at 3T (vendor B) and 1.5T (vendor C).
Figure 3 summarizes results for ADC measurements
at the central ROI grouped by vendor (horizontal axis),
field strength (left-to-right), and receiver coil type (a, b).
The expected ADC for water at 0C is marked as a solid
line with 65% of this value shown as dashed lines.
One clear outlier 3T system generated ADC values as
high as 1.8x103 mm2/s (70% deviation from litera-
ture value) for 3 of four b-values. Excluding this one
outlier, multi-system reproducibility for the center
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ADC are within 2.8% (Fig. 3a) and 3.1% (Fig. 3b) for
head and torso coils, respectively. The bias error of the
mean measured ADC in respect to literature value is
within 2.5% for head and 3.5% for torso coil at 3T, and
approximately half of these values at 1.5T. There is no
significant dependence on b-value relative to the typi-
cal ROI measurement error (bar size in Fig. 1).
To evaluate system-to-system reproducibility as a
function of ROI location, the average of ADC measure-
ments of the central tube ROI at two extreme
superior–inferior (S/I) and separately the average of
right–left (R/L) offsets were used. Off-center ADC
measurements were less reproducible across scan-
ners. As depicted in Figure 4, measurement variability
was significantly higher with 670 mm offset from cen-
ter in S/I direction for head and 6110 mm R/L offset
in torso coil, respectively. As is evident by comparison
of data box sizes in Figure 4 versus Figure 3, for each
vendor, inclusion of spatial offsets doubled or, in case
of vendor A torso coil, tripled the dispersion (standard
deviation) of measured values compared with center
ROI measurements (Fig. 3). The apparent errors were
higher at 3T and show distinct vendor-specific pat-
tern. Vendor-specific standard deviation as well as
bias error (with respect to expected ADC value)
exceeded 3% at 1.5T and 5% at 3T, and vendor A
exceeded by 15% at 3T. Measured ADCs were propor-
tionally underestimated for S/I offsets (Fig. 4a), and
Figure 2. Box-plot summary of day-to-day repeatability for multi-site results pooled over field strength plotted as a percent
difference in ADC measurements taken on 2 different days ( 30 h apart). On each box, the central mark is the median, the
vertical boundaries mark the 25th and 75th percentiles, the whiskers extend to the most extreme data-points excluding out-
liers, and the outliers are plotted individually. Data for different b-values of 500, 800, 1000, and 2000 s/mm2 are coded by
gray shades left-to-right and grouped by vendor: (a) head coil, center; (b) torso coil, right-to-left offset 110 mm.
Figure 3. Box-plot summary for between-system reproducibility of ADC measured form central ROI grouped by b-values
(500, 800, 1000, and 2000 s/mm2, coded by shades of gray left-to-right) and by vendor (A,B,C) at two fields (1.5T - left col-
umn, 3T - right column) for head coil (a) and torso coil (b). Dashed lines delineate 5% deviations from reported ADC value of
water (21) at 0C (solid line).
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overestimated for R/L offsets (Fig. 4b). Similar to
Figure 3, no significance dependence on b-value is
observed.
More detailed spatial dependence of measured ADC
is depicted in Figure 5a,b for one representative 3T
system. These plots are consistent with observation of
larger (approximately quadratic) ADC errors for larger
offsets, and the opposite sign errors in S/I versus R/L
direction (Fig. 4). The results of empiric measurement
of local gradient strength are depicted in panes (c,d)
of Figure 5. Square of the ratio of ‘‘actual’’ to ‘‘nominal’’
gradient amplitude exhibits parabolic dependence on
offset due to gradient nonlinearity. Both the sign and
the scale of observed ADC bias (a,b) are consistent
with the systematic measurements of gradient nonli-
nearity (c,d). Combining all systems excluding the one
clear outlier, reproducibility (2STD percent ratio) of
the ADC1000 measurement was 2.8% at isocenter
(head coil), 6.8% for S/I offsets and 11.3% for R/L
sampled offsets.
DISCUSSION
The purpose of our multi-center study was to assess
repeatability, reproducibility and quantitative quality
control of ADC measurements across vendors, field
strength and b-values using a standardized acquisi-
tion protocol. In a prior study, the DWI acquisition
protocol was variable and based on each sites’ local
‘‘brain DWI’’ exam, and the issue of spatial variability
was not addressed (15). By standardizing data acqui-
sition conditions across participating test sites and
using a temperature-controlled fluid phantom/proce-
dure that allowed off-center ADC measures over a
wide range of b-values envisioned for clinical trials,
we sought to determine the baseline for systematic
reproducibility level relevant for brain and body DWI
multi-center trials (8,9,13). Our aim was to distin-
guish between sources of observed technical variabili-
ty and quantify technical deficiencies of individual
systems (12,14). Certainly one 3T system was
detected as a clear outlier.
Investigation of temporal stability of the ice-water
phantom (Fig. 1) confirmed that over the course of
ADC measurements no significant variability (STD <
1%) was introduced by temperature fluctuations
within phantom and that this design allowed for over
4 h of use. Because all subsequent experimental
measurements were performed during thermal equi-
librium, ADC variability measurements were not sub-
stantially influenced by fluctuations in temperature
within the diffusing medium. Note that the intra-exam
repeatability error for all ROIs was consistently less
than one third of the spatial standard deviation
‘‘noise’’-error within ROI (<1.5%, Fig. 1). This relation
was observed for average repeatability versus average
ROI-noise of the ADC measurements in other studied
systems, indicating ROI ‘‘inhomogeneity’’ noise (across
ROI pixels) as a dominant source of ADC measure-
ment error. This is consistent with observation of
slightly larger reproducibility errors and bias (with
respect to true value) across multiple systems with
greater error in torso coil versus head coil ADC meas-
urements (Figs. 2–4). By inspection of Figure 3 versus
Figure 4, higher variability was apparent for off-center
measurements at higher field (Fig. 4). The pattern of
ADC overestimation for R/L offsets and underestima-
tion for S/I offsets was commonly observed for indi-
vidual 1.5T and 3T systems, but was more prominent
on 3T systems. The spatial pattern appeared ‘‘saddle
shaped’’ with greatest ADC uniformity near magnet
isocenter and steeper nonuniformity that increases
with distance off-center. Therefore, variability in posi-
tioning the phantom across sites and days translates
to greater variability for offset ADC measurements,
particularly for 3T systems that tend to exhibit
steeper spatial dependence.
Multiple runs for the same exam were highly repeat-
able (< 1%), and day-to-day differences did not exceed
Figure 4. Effect of off-center shift on between-system reproducibility for ADC grouped similar to Figure 3 for head coil S/I-
offset (a) and torso coil R/L-offset (b). Dashed lines mark 5% deviations from reported ADC value of water (21) at 0C (solid
line).
Multi-system ADC Reproducibility 1243
3% (Fig. 2) for the majority of systems. Closer exami-
nation of images for several outlier systems (> 5%
variation) revealed larger areas of melted ice around
phantom tubes (see, e.g., morphology around top
outer tube in the last insert of Fig. 1). This indicated
that observed higher day-to-day variability may be
due to not fully achieving thermal equilibrium on one
or both exam days at some sites that presumably did
not follow recommended ice fill procedure. Note that
day-to-day variations for each system included com-
ponents both from phantom preparation and reposi-
tioning. No apparent dependence of day-to-day
repeatability on phantom position (Fig. 2) confirmed
the absence of temporal bias in system performance.
By first principles, self-diffusion of water is inde-
pendent of timescale thus should appear mono-expo-
nential as a function of b-value. This is consistent
with our observation of no systematic dependence on
b-value for all studied systems (Figs. 3 and 4), except
the clear 3T outlier by vendor A. Further analysis of
this outlier revealed that ADC maps from two of three
orthogonal gradient directions produced exceptionally
high ADC values for b-values 500, 800, and 1000;
although the b ¼ 2000 directional and trace ADC
maps were essentially equivalent with other vendor A
systems. For this system, the large bias error was
repeated for both measurement days. The source of
this error is unknown.
The major contributors to observed higher variabili-
ty and bias for off-center ADC measurements (Fig. 4)
are likely due to spatial dependent error for individual
systems (Fig. 5) coupled with slight differences phan-
tom positioning. Several instrumental imperfections
(or combinations thereof) may account for the
detected spatial nonuniformity of the measured ADC
values for individual systems: phantom vibration,
concomitant fields, poor shim, and gradient nonli-
nearity. By exploring observed trends in spatial varia-
tions of measured ADC we are able to determine the
dominant source of observed spatial nonuniformity
Figure 5. Spatial dependence of measured ADC (a,b) and squared gradient deviation from linearity (c,d) for a single repre-
sentative system at 3T for S/I-offset (left column) and R/L-offset (right column). Filled-symbols with error-bars in (a, b)-panes
mark ADC measurements for b ¼ 500, 800, 1000, and 2000 (offset left-to-right for clarity). Asterisks in (c,d) panes represent
measured squared ratio of true-to-nominal local gradient strength (b-ratio proxy) as a function of offset from isocenter. Data
scatter reflects measurement error for gradient strength. Solid gray line represents a quadratic fit for b ¼ 1000 in (a,b) and a
fit for true-to-nominal b-ratio in (c,d) panes. Dashed lines mark 5% deviations from reported ADC value of water (21) at 0C
(black solid line) for (a,b), and deviation from nominal gradient (true-to-nominal ratio of 1 marked by solid line) for (c,d)-
panes.
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(Fig. 5). Note, that spatial offsets from isocenter were
nominal offsets (6110 mm R/L, and 670 mm S/I)
defined by protocol. There was a range of actual offsets
which contributed to the increased/decreased range of
measurable shifts from isocenter combined in Figure
5. If vibrations were major contributors to the ADC
error, they would systematically increase apparent
ADC with increasing b-value, which does not agree
with our observations (Fig. 5). Furthermore, apparent
decrease in ADC is observed in superior–inferior direc-
tion in contrast to increase right–left. The effect of con-
comitant fields (22) from pulsed gradients would mani-
fest itself in decreasing ADC with increasing magnetic
field (3T versus 1.5T). However, the opposite change is
observed in Figures 3 and 4, and its absolute value
could account for 2–3%, at most, of the observed spa-
tial ADC variation. Poor shim would be anticipated to
produce an asymmetric effect at the opposite edges
(decrease versus increase), which would be enhanced
by de-shimming. Both of these were ruled out by our
experimental observations of symmetric spatial de-
pendence for ADC with respect to isocenter (Fig. 5).
As illustrated in Figure 5, ADC bias scales with the
ratio of actual to nominal b-value (measured by the
ratio of squared gradient strength). Thus empirically,
the observed (approximately) quadratic offset-depend-
ence of ADC is consistent with measured gradient
nonlinearity errors. Gradient nonlinearity correction
(23) is fixed for a given coil design (independent of a
patient). Consequently, the observed spatial nonuni-
formity of ADC could be corrected by constructing
and applying instrument-dependent gradient maps
(23). The specifics of the ADC-correction procedure
will be described in a future article.
In conclusion, standardization of the DWI protocol
for multi-site studies has improved reproducibility of
ADC measurements compared with ‘‘local-standard’’
(site-specific) protocol (15). Measured ADC of the ice-
water phantom near magnet isocenter was within 3%
of literature value for 95% of the systems. Reproduci-
bility between vendors was invariant to b-value and
field strength (except for one outlier due to direction
dependence discussed above), and 2 STD percent ratio
errors ranged from 2.8% to >10% dependent on spatial
location of the ADC measurement. Intra-site day-to-
day repeatability across all sites was better than 5%,
and average intra-exam repeatability (evaluated from
several passes through the same exam protocol) within
1%. Observed b-value dependent variability at the
phantom center was likewise less than 1%. Large ADC
nonuniformity errors (5–15% bias) were present for off-
center measurements consistent with gradient nonli-
nearity. Vendor cooperation is needed to develop viable
instrumental correction procedures to control spatial
ADC errors in clinical studies. The proposed protocol
for standardization and quantitative quality control of
ADC measurements is generally applicable for future
multi-center clinical trials (8,9,13).
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